DEPARTMENT OF HEALTH AND HUMAN SERVICES
Centers for Medicare & Medicaid Services

Information for Medicare Fee-For-Service Health Care Professionals

News Flash - Existing regulations at 42 CFR 424.510(e)(1)(2) require that at the time of enrollment,
enrollment change request, or revalidation, providers and suppliers that expect to receive payment from
Medicare for services provided must also agree to receive Medicare payments through electronic funds
transfer (EFT). Section 1104 of the Affordable Care Act further expands Section 1862(a) of the Social
Security Act by mandating federal payments to providers and suppliers only by electronic means. As
part of CMS's revalidation efforts, all suppliers and providers who are not currently receiving EFT
payments are required to submit the CMS-588 EFT form with the Provider Enroliment Revalidation
application, or at the time any change is being made to the provider enrollment record by the provider or
supplier, or delegated official. For more information about provider enroliment revalidation, review the
MLN Matters® Special Edition Article #SE1126, “Further Details on the Revalidation of Provider
Enroliment Information.”

MLN Matters® Number: SE1222 Related Change Request (CR) #: N/A
Related CR Release Date: N/A Effective Date: N/A
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Negative Pressure Wound Therapy Interpretive Guidelines

Provider Types Affected

This MLN Matters® Special Edition Article is intended for suppliers who submit claims to Medicare
contractors (carriers, Durable Medical Equipment Medicare Administrative Contractors (DME MACs),
Fiscal Intermediaries (FIs), A/B Medicare Administrative Contractors (A/B MACs), and/or Regional
Home Health Intermediaries (RHHIS)) for negative pressure wound therapy services provided to
Medicare beneficiaries.

What You Need to Know

This article is intended to provide interpretive guidance to Centers for Medicare & Medicaid Services
(CMS) approved accrediting organizations to use in their accreditation of suppliers that provide
Negative Pressure Wound Therapy (NPWT) equipment to Medicare beneficiaries. These guidelines
also apply to suppliers that are furnishing NPWT equipment to Medicare beneficiaries. SE1222 is als
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intended to assist the supplier in understanding their responsibilities related to this equipment in order
to be in compliance with CMS Durable Medical Equipment, Prosthetics, Orthotics, and Supplies
(DMEPOS) quality standards.

Background

(NPWT is defined as the application of sub-atmospheric pressure to a wound to remove exudate and
debris from the wound(s). NPWT is delivered to a qualified wound through an integrated system that
includes:

e A Suction Pump;
e A Separate Exudate Collection Chamber; and

e Dressing Sets.
In these systems, the exudate is completely removed from the wound site to the collection chamber.

This Special Edition article, while assisting the supplier of NPWT to fulfill all Centers for Medicare &
Medicaid Services (CMS) Durable Medical Equipment, Prosthetics, Orthotics, and Supplies
(DMEPOS) quality standards, does not contain a detailed discussion of all coverage and
documentation requirements pertinent to this subject. Please consult the appropriate Local Coverage
Determination (LCD) (or Local Coverage Article) more complete information using the Medicare
Coverage Database Quick Search at http://www.cms.gov/medicare-coverage-database/overview-
and-quick-search.aspx on the CMS website. Some of the more pertinent LCDs, per DME MAC
Jurisdiction, are as follows:

Jurisdiction A:
L11500 (Local Coverage Determination (LCD) for Negative Pressure Wound Therapy Pumps)

See http://www.cms.gov/medicare-coverage-database/details/Icd-
details.aspx?LCDId=11500&Contrld=137&ver=35&ContrVer=1&Date=&DocID=L11500&bc=iAAA
AAQAAAAAE on the CMS website.

A35347 (Local Coverage Article for Negative Pressure Wound Therapy Pumps - Policy Article -
Effective October 2011)

See http://www.cms.gov/medicare-coverage-database/details/article-
details.aspx?articleld=35347&ver=17&Contrld=137&ContrVer=1&LCDId=11500&Date=&DocID=
L11500&IsPopup=y& on the CMS website.

Jurisdiction B:

L27025 (Local Coverage Determination (LCD) for Negative Pressure Wound Therapy Pumps)

See http://www.cms.gov/medicare-coverage-database/details/Icd-
details.aspx?LCDId=27025&Contrld=138&ver=12&ContrVer=1&Date=&DocID=L27025&bc=iAAA
AAQAAAAAE on the CMS website.
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Disclaimer

A47111 (Local Coverage Article for Negative Pressure Wound Therapy Pumps - Policy Article -
Effective October 2011)

See http://lwww.cms.gov/medicare-coverage-database/details/article-
details.aspx?articleld=47111&ver=8&Contrld=138&ContrVer=1&CntrctrSelected=138*1&Date=&
DoclD=A47111&bc=hAAAAAGAAAAAE on the CMS website.

Jurisdiction C:

L5008 (Local Coverage Determination (LCD) for Negative Pressure Wound Therapy Pumps)

See http://www.cms.gov/medicare-coverage-database/details/lcd-
details.aspx?LCDId=5008&Contrld=140&ver=46&ContrVer=2&CntrctrSelected=140*2&Cntrctr=1
40&name=CGS+Administrators%2c+LLC+(18003%2c+DME+MAC)&LCntrctr=140*2&bc=AgACA
AIAAAAA& on the CMS website.

A35363 (Local Coverage Article for Negative Pressure Wound Therapy Pumps - Policy Article -
Effective October 2011)

See http://www.cms.gov/medicare-coverage-database/details/article-
details.aspx?articleld=35363&ver=19&Contrld=140&ContrVer=2&CntrctrSelected=140*2&Date=
&DoclD=A35363&bc=hAAAAAQAAAAAL on the CMS website.

Jurisdiction D:

L11489 (Local Coverage Determination (LCD) for Negative Pressure Wound Therapy Pumps)

See http://www.cms.gov/medicare-coverage-database/details/Icd-
details.aspx?LCDId=11489&Contrld=139&ver=39&ContrVer=1&Date=&DocID=L11489&bc=iAAA
AAQAAAAAE on the CMS website.

A35425 (Local Coverage Article for Negative Pressure Wound Therapy Pumps - Policy Article)

See http://lwww.cms.gov/medicare-coverage-database/details/article-
details.aspx?articleld=35425&ver=17&Contrld=139&ContrVer=1&LCDId=11489&Date=&DoclID=
L11489&IsPopup=y& on the CMS website.

Note: These interpretive guidelines do not address clinical aspects of NPWT, nor do they intend to
assign clinical responsibilities to DMEPOS suppliers that provide the NPWT equipment to Medicare
beneficiaries.

In addition to the LCDs and Atrticles, following are some guidelines for the CMS DMEPOS Quality
Standards that CMS uses to ascertain compliance with standards:

[. Supplier Business Services Requirements
Consumer Services

CMS DMEPOS Quality Standard: Suppliers shall provide information and telephone number(s) for
customer service, regular business hours, after-hours access, equipment and/or item(s) repair, and
emergency coverage.
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Interpretive Guidelines:

Suppliers shall demonstrate that they have provided the beneficiary/caregiver with the following
information:
1. How to contact the supplier for equipment problems both during business hours and after
hours through a 24/7 support function provided by the manufacturer or supplier;
2. How to access supplier staff for 24/7 technical product consultation; and
3. That they shall call their physician or 911 if a medical emergency arises.

Product Safety

CMS DMEPOS Quality Standards: Suppliers shall implement a program that promotes the safe use
of equipment and item(s) and minimizes safety risks, infections, and hazards both for its staff and for
beneficiaries:

Suppliers shall implement and maintain a plan for identifying, monitoring and reporting equipment and
item(s) failure, repair and preventive maintenance provided to beneficiaries.

Interpretive Guideline:

e Suppliers shall demonstrate that they have ensured the equipment is cleaned between uses by
different beneficiaries per the manufacturers’ recommendations.

[I. Supplier Product-Specific Service Requirements

Intake & Assessment

CMS DMEPOS Quality Standard: The supplier shall consult with the prescribing physician as
needed to confirm the order and to recommend any necessary changes, refinements, or additional
evaluations to the prescribed equipment, item(s), and/or service(s).

Interpretive Guidelines:
The supplier shall:

e Ensure the physician order contains all of the documentation requirements in the LCD, including
the pump type and necessary supplies.
e Ifthere is a home health agency involved in the patient’s care, identify and document in the

patient’s record the home health care provider by contacting the physician.

CMS DMEPOS Quality Standard: The supplier shall review the beneficiary’s record as appropriate
and incorporate any pertinent information, related to the beneficiary’s condition(s) which affect the
provision of the DMEPOS and collaboration with the prescribing physician.

Interpretative Guidelines:
The supplier shall:
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1. Confirm that the wound type or risk factors in the patient record are not among those listed in
the most recent public health notification of the U.S Food and Drug Administration. Refer to the
FDA'’s link for all of the specific clinical information at
http://www.fda.gov/Safety/MedWatch/SafetyInformation/SafetyAlertsforHumanMedicalPr
oducts/ucm190704.htm on the Internet.

2. Confirm that if the wound type or any of the risk factors included in the patient’s record are also
in the most recent guidance issued by the FDA, there is a written approval from the patient’s
physician that the NPWT equipment is appropriate for this patient.

3. Not supply the NPWT equipment to a beneficiary without the physician’s written approval.

Delivery & Set-up

CMS DMEPOS Quality Standard: Suppliers shall deliver and set-up, or coordinate set-up with
another supplier, all equipment and item(s) in a timely manner as agreed upon by the beneficiary
and/or caregiver, supplier, and prescribing physician.

Interpretive Guidelines:
Suppliers shall:

1. Coordinate the delivery of the equipment with the home health care providers’ home visit, if
there is a Home Health Agency (HHA) involved in the patient’s care.

2. Deliver the NPWT pump, dressings, and supplies prior to a beneficiary’s discharge from the
hospital, if the patient is being discharged from an acute care facility.

CMS DMEPOS Quality Standard: Suppliers shall provide all equipment and item(s) that are
necessary to operate the equipment or item(s) and perform any further adjustments as applicable.

Interpretive Guidelines:
The supplier shall demonstrate that they have (prior to home delivery):

1. Performed quality checks on pumps, tubing, dressings, drapes, containers, and canisters per
the manufacturer maintenance schedule, before delivery;

2. Confirmed that each NPWT component is operational and that equipment and supplies are
available and complete prior to setup or at the time of setup;

3. Confirmed that all of the supplies are within expiration date;

4. Confirmed that the number and sizes of dressings are correct and the packaging is sterile;

5. Confirmed that the correct pump, containers/canisters, dressing, tubing is used for the specific
brand of equipment according to manufacturer requirements;

6. Confirmed that clamps are available if required;

7. Confirmed that the exudate collection containers or canister are specific to the NPWT system
being used;
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8. Confirmed that the beneficiary has sufficient number of exudate collection containers to meet
his/fher wound needs based on the patient’s history of drainage amount;

9. Confirmed that the alarms are setup and working properly, capable of sounding an audible
alarm and/or visual alarm, dependent upon the pump type when desired pressures are not
being achieved (that is, where there is a leak in the dressing seal) or the wound drainage
container/canister is full or the battery is low;

10. Confirmed that the pump and the wound system (stationary or portable) are operational during
use.

CMS DMEPOS Quality Standard: Suppliers shall provide, or arrange for, loaner equipment
equivalent to the original equipment during any repair period except for orthotics and prosthetics.

Interpretive Guidelines:
The supplier shall demonstrate that they have:

1. Performed or arranged maintenance and repairs or replacement of the pump and supplies;
2. Given information to the beneficiary and/or caregiver(s) on how to obtain service for
purchased equipment.

Training/Instruction to Beneficiary and/or Caregiver(s)

CMS DMEPOS Quality Standards: Suppliers shall provide or coordinate the provision of, appropriate
information related to the set-up, features, routine use, troubleshooting, cleaning, infection control
practices and maintenance of all equipment and item(s) provided.

Suppliers shall provide relevant information and/or instructions about infection control issues related to
the use of all equipment and item(s) provided.

Interpretive Guidelines:
Suppliers shall demonstrate that they have provided training to the beneficiary/caregiver:

e That is specific to the system being used; and
e Ataminimum it includes:

1. Verification that new packages are not torn, damaged or opened prior to use;

2. Operation of the pump and its settings;

3. Written instructions that are left with the beneficiary/caregiver on the safety section of
the manufacturer's manual after they have been reviewed by the supplier at a
comprehension level applicable for the beneficiary/caregiver needs;

4. Instructions on not servicing any of the equipment without calling the supplier first;

5. What to do in case of equipment-related complications, including power failure,
dislodged tube, accidental disconnection from pump and low battery;
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8.
9.

10.
11.

12.
13.
14.
15.
16.
17.
18.
19.
20.
21.

22.
23.

24,

Follow-up

Equipment troubleshooting in case of equipment-related complications, including
situations where tube replacement may be required; or alarm will not turn off or other
failure of the pump or its supplies;

How to contact the supplier if the physician changes settings, or the pump stops
working or any review is necessary of the initial instruction;

Contacting the supplier if the system shuts off;

How to disconnect the system to take a shower or bath;

How to disconnect the system when toileting, if the system is not portable;

How to respond when the pump is turned off and the alarm sounds after a period of
time;

Review of the physician’s order for the length of time per day that the pump has to be
used;

What to do if there is a sudden or rapid increase of blood under the drape, in the tubes
or container;

When to immediately turn off the pump;

When to call the physician or other treating practitioner;

Contacting the supplier if the NPWT is being discontinued or if the beneficiary is being
transferred to another setting;

How to arrange with the supplier for pickup or shipment of the system;

The function of the clamps on the tubing both open and closed;

How to attach, remove, and change the exudates collection container;

Importance of infection control procedures such as good hand washing techniques
when working with the pump and its supplies;

How to keep the pump clean, the importance of not spilling liquids or food on the pump
and wipe off spills immediately;

Instruction on the frequency of canister changes. No canisters are to be re-used;
Disposal procedure of the tubing, dressings and canister according to local waste
policy requirements.

The beneficiary/caregiver is given written warranty information for purchased
equipment.

CMS DMEPOS Quality Standard: Suppliers shall provide follow-up services to the beneficiary and/or

caregiver(s), consistent with the type(s) of equipment, item(s) and service(s) provided, and
recommendations from the prescribing physician or healthcare team member(s).

Interpretive Guidelines:
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The supplier shall have an on-going individualized service plan with a defined frequency that
addresses, defines or confirms;
1. The ongoing operation and maintenance of the equipment, operation and maintenance of the
equipment;
2. The frequency for scheduled/planned delivery or supply of additional supplies
3. That the beneficiary is using the equipment per the physicians order
4. The supplier picks up the equipment when it is no longer needed per the physicians orders.

Additional Information

If you have any questions, please contact your DME MAC at their toll-free number, which may be
found at http://www.cms.hhs.gov/Outreach-and-Education/Medicare-Learning-Network-
MLN/MLNProducts/downloads/CallCenterTolINumDirectory.zip on the CMS website.
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